[Determining the puncture force of microneedles using a digital recording complex].
Measurement of power interaction of a microneedle with test-material permits to obtain a quantitative estimation of microneedle functional characteristics and to make the time of control of one needle 10 times as less in comparison with the traditional method of control by means of microscopes. The estimation of microneedles functional characteristics with the help of the offered device is confirmed by the results of clinical trials. It is advisable to use flat microneedles with triangular cutting end for dense biological tissues sewing together.